AD-Ag^lljW2 


Field  Screening  Method  for 
2,4-Dinitrotoluene  in  Soil 

Thomas  F.  Jenkins  and  Marianne  E.  Walsh 


October  1991 


DTIC 

H  ELECTE  J 
JAN  27  1392r 


xUCBOc 


doc  izTiont  has  bvjcn  approved 
Icr  p'.'blia  release  and  sale;  its 
d'sirlbutlon  is  unlimited. 


For  conversion  of  SI  metric  units  to  U.S./British  customary  units 
of  measurement  consult  ASTM  Standard  E380,  Metric  Practice 
Guide,  published  by  the  American  Society  for  Testing  and 
Materials.  1916  Race  St.  Philadelphia.  Pa.  19103. 

This  report  is  printed  on  paper  that  contains  a  minimum  of 
50%  recycled  material. 


Special  Report  91-17 


U.S.  Army  Corps 
of  Engineers 

Cold  Regions  Research  & 
Engineering  Laboratory 


Field  Screening  Method  for 
2,4-Dinitrotoiuene  in  Soil 

Thomas  F.  Jenkins  and  Marianne  E.  Walsh  October  1991 


Accssicn  For 


N'TIS 

OTIC  TAB 
Ur.annot.'n.'.i  d 

jMitiiCOt.-Cil 


0;:.t 


ft'l 


92  \  22  ITT 


Prepared  for 

U.S.  ARMY  TOXIC  AND  HAZARDOUS  MATERIALS  AGENCY 
REPORT  CETHA-TS-CR-91042 


92-01883 


Approved  for  pubflc  release:  distribution  Is  unlimited. 


PREFACE 


B»nch,  E,p™„c„,^  IJys.cai  Sci.„„s,,  Applied  R,„a„h 

Uboniory. Fending ^  An^tr” ^*‘”“""8 

s: 

of  this  repon  arc  no,  ,o  be  used  fo/advei^^.  the  United  States.  TTte  contents 

™.  p»„»,n„  „  omci.,  e„dn^„.„,  „  .pp 


Field  Screening  Method  for  2,4-Dinitrotoluene  in  Soil 


THOMAS  F.  JENKINS  AND  MARIANNE  E  WALSH 


INTRODUCTION 

2,4-Dinitrotoluene  (2,4-DNT)  is  a  major  component 
of  several  munitions  formulations  used  by  the  U.S. 
Army  (Table  1).  It  is  also  one  of  the  major  impurities  in 
production  grade  TNT  (Leggett  ct  al.  1977)  and  is  often 
found  in  contaminated  soils  at  anny  ammunition  plants, 
depKJts  and  explosive  ordnance  disposal  areas  (Walsh 
and  Jenkins,  in  press).  Since  2,4-DNT  migrates  rapidly 
through  the  soil  to  groundwater  and  »s  thought  to  be  toxic 
in  water  at  quite  low  concentrations  (Etnier  1987), 
methods  are  needed  to  locate  sources  of  this  contaminant 
in  the  soil.  Laboratory  procedures  to  quantify  the  con¬ 
centration  of  2,4-DNT  in  soil  samples  have  been  devel¬ 
oped  but  no  rapid  field  method  is  currently  available  to 
screen  for  this  contaminanL 

Field  screening  methods  have  recently  been  devel¬ 
oped  for  TNT  and  RDX  (Jenkins  1990,  Walsh  and 
Jenkins  1991).  The  TNT  method  involves  extraction  of 
the  soil  with  acetone  and  generation  of  the  red-colored 
Janowsky  complex  by  addition  of  potassium  hydroxide 
and  sodium  sulfite 


NO,  NO, 

(1) 


For  qualitative  screening,  the  reddish  color  can  be  de¬ 
tected  visually  or,  for  semiquantitative  analyses,  the 
color  intensity  can  be  obtained  by  measuring  the  absor¬ 
bance  at  540  nm  using  a  battery-operated  spectropho¬ 
tometer.  Many  years  ago,  Bost  and  Nicholson  (1935) 
observed  that  2,4-DNT  and  many  other  dinitrated  aro¬ 
matic  compounds  react  with  a  strong  base  to  form  a 


Table  1.  U.S.  Army  munitions  con¬ 
taining  2,4-dinitrotoIuene. 


Explosive  (E)  or 
Propellant  (P) 

Percent 
2.4-DNT 
in  formulation 

Ml  (P)» 

10 

M6  (P)* 

10 

IMR(P)» 

8 

Composidon  C  (E)^ 

5-10 

•U.S.  Army  (1984). 
t  Midkiff  and  Washington  (1976). 


purplish-blue-colored  solution,  while  trinitrated  aro¬ 
matics  tended  to  form  reddish-colored  solutions.  Jenkins 
(1990)  reported  that  2,4-DNT  in  soil  extracts  formed  a 
blue-colored  solution  (Xjnj,  =  570  nm)  when  reacted 
with  potassium  hydroxide  and  sodium  sulfite.  Field 
testing  of  the  TNT  procedure  at  two  Explosive  Ordnance 
Disposal  (EOD)  sites  resulted  in  the  observation  that 
several  soil  extracts  turned  a  bluish  color  when  reacted 
with  a  strong  base.  Subsequent  laboratory  analysis  re¬ 
vealed  that  these  soil  extracts  contained  2,4-DNT  as  the 
principle  munitions  component.  These  results  stimu¬ 
lated  our  interest  in  optimizing  this  reaction  for  field 
detection  of  2,4-DNT  in  soils. 


OBJECTIVE 

The  objective  of  this  research  is  to  develop  a  simple 
field  screening  method  for  2,4-DNT  in  soil  based  on  the 
reaction  of  acetone  solutions  of  2,4-DNT  with  a  strong 
base,  which  results  in  the  development  of  a  bluish- 
colcred  Janowsky  complex.  We  hoped  that  the  method 
could  utilize  an  aliquot  of  the  same  acetone  extract 


obtained  for  the  TNT  and  RDX  field  methods.  The  major 
intent  of  the  research  is  aimed  at  detecting  soils  in  which 
2,4-DNT  is  a  major  muni  tion  component,  rather  than  for 
soils  where  TNT  is  the  major  component  and  2,4-DNT 
is  present  only  as  an  impurity  in  TNT.  The  rationale  for 
this  strategy  is  that  this  method  will  be  used  in  conjunc¬ 
tion  with  the  TNT  field  method,  and  soils  in  which  TNT 
is  detected  will  be  subjected  to  further  laboratory  analy¬ 
sis  where  traces  of  2,4-DNT  will  also  be  detected. 


Generation  of  Janowsky  complex 
Two  pellets  of  potassium  hydroxide  (KOH)  and  ap¬ 
proximately  0.75  g  of  sodium  sulfite  (Na2S03)  were 
added  to  20-25  asL  of  solutions  of  DNT.  Solutions  were 
manually  shaken  periodically  over  a  30-minute  period, 
then  filtered  ihnxigh  a  Millex-SR  filter  unit  into  a  cu¬ 
vette.  Absorbfflce  was  read  at  570  nm. 


RESULTS  AND  DISCUSSION 


EXPERIMENTAL 
Analytical  standards 

Analytical  standards  for  2,4-DNT,  2,6-dinitrotoluene 
(2,6-DNT)  and  TNT  were  prepared  from  Standard  Ana¬ 
lytical  Reference  Materials  (SARM)  obtained  from  the 
U.S.  Army  Toxic  and  Hazardous  Materials  Agency 
(USATHAMA),  Aberdeen  Proving  Ground,  Maryland. 
The  SARMs  were  dried  to  constant  weight  in  a  vacuum 
desiccator  in  the  dark  and  stock  standards  were  prepared 
in  Alltcch  HPLC  grade  acetone.  Test  solutions  of  2,4- 
DNT  were  prepared  from  reagent  grade  2,4-DNT 
(Eastman  Organic  Chemicals)  in  either  Alltech  HPLC 
grade  acetone  or  commercial  grade  acetone  obtained  at 
a  local  hardware  store.  The  water  added  to  simulate 
moisture  in  field  soils  was  Type  1  reagent  grade  water. 
Test  solutions  of  2,6-DNT  were  prepared  from  SARMs 
in  an  identical  manner. 

Soils 

Soils  used  for  laboratory  extraction  studies  included 
field-contaminated  and  uncontaminated  soils  from  a 
number  of  present  and  former  military  installations  in  10 
different  states.  Certification  testing  of  the  method  was 
conducted  using  USATHAMA  standard  soil.  Interfer¬ 
ence  tests  utilized  a  commercial  potting  soil  obtained 
locally  that  was  rich  in  humus  and  soils  from  military 
installations  that  were  negative  for  munitions  as  deter¬ 
mined  by  RP-HPLC. 

Soil  extraction 

2,4-DNT  is  extracted  from  20-g  subsamples  of  wet 
soil  by  martual  shaking  with  1 00  mL  of  acetone  in  a  250- 
mL  glass  bottles.  Samples  are  allowed  to  settle  for  5 
minutes,  then  a  25-mL  aliquot  of  each  acetone  extract  is 
filtered  through  a  Millex  SR  O.S-pm  membrane. 

Spectrophotometer 

Absorbance  measurements  at  570  nm  were  obtained 
on  a  Hach  DR,C000  spectrophotometer  (bandpass  12 
nm)  operated  in  the  battery-powered  mode.  Measure¬ 
ments  were  made  using  2S-mm  matched  cuvettes  con¬ 
taining  acetone  to  set  zero  absorbance. 


Absorbance  spectrum  for  the 
Janowsky  complex  from  2,4-DNT 

A  2.9-mg/L  solution  of  2,4-DNT  was  prepared  in  95% 
acetone/5%  waterand  Janowsky  complexes  were  gener¬ 
ated  by  addition  of  KOH  and  Na2S03.  The  solution  was 
filtered  and  the  absorbance  spectrum  was  obtained  from 
400  to  650  nm  00  a  Hach  spectrophotometer  (Fig.  1 ). 
The  absorbance  maximum  (X^^)  was  observed  at  about 
570  nm  with  a  molar  absorptivity  of  1.12  x  10^  L  cm~' 
mole~'.  The  solution  was  initially  blue  and  slowly 
changed  to  purple  on  standing.  Colors  and  for  other 

nitToaromatics,nttramines  and  nitrate  esters  subjected  to 
the  same  reagents  are  given  in  Table  2. 

Qearly,  a  colorimctric-based  method  will  not  be  able 
to  distinguish  2,4-DNT  from  several  other 
dinitroaromatics.  including  2,6-DNT.  However,  the  ob¬ 
jective  of  this  work  is  to  develop  a  field  screening 
method  with  a  low  incidence  of  false  negatives.  The 
presence  of  one  of  the  other  dinitroaromatics  would  be  of 
interest  to  anyone  screening  for  2,4-DNT  and  subse¬ 
quent  laboratory  analysis  can  easily  distinguish  2,4- 
DNT  from  these  potential  interferences. 

The  molar  absorptivity  obtained  for  the  2,4-DNT 
anion  at  570  nm  is  somewhat  lowerthan  that  obtained  for 
TNT  at  540  nm  (1.12  x  10^  vs  1.77  x  ](/*).  The  back- 
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Figure  I.  Absorbance  spectrum  of  Janowsky  reaction 
product  of  2,4-DNT. 
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Table  2.  Colors  and  obtained  for  acetone  solutions  of  compounds 
treated  with  KOH  and  sodium  suinte. 


Color  obstrved 


Compound 

Jerkins 

(1990) 

Bos!  and  Nicholson 
(1935) 

\nax 

(400-600  run) 

Nitrobenzene 

None 

None 

o-niuotoluene 

None 

None 

_ 

m-nitrotoluene 

None 

None 

— 

p-nitrotoluene 

None 

None 

— 

1.3-dinitiobenzene 

Purple 

Purplish-bl'Je 

570 

2,4-dinitrotoluene 

Blue 

Blue 

570 

2,6-dinilrotoluene 

Pinkish-purple 

— 

550 

1 , 3,5- tri  nitrobenzene 

Red 

Red 

460,5«) 

Tetryl 

Orange 

— 

460,550 

2-ainino-DNT 

Pale  yellow 

— 

400 

4-amino-DNT 

None 

— 

— 

Nitroglycerine 

None 

— 

PETN 

None 

— 

— 

RDX 

None 

— 

— 

HMX 

None 

— 

_ 

Picric  acid 

— 

Reddish-orange 

420 

2,4-d  ini  trap  henol 

— 

Yellowish-orange 

430 

TNT 

Red 

Red 

462-540 

ground  absorption  due  to  humic  organics  extracted  from 
soil,  however,  is  significantly  lower  at  570  nm  than  at 
540  nm.  Thus,  the  detection  limit  obtainable  should  be 
similar  to  the  l-pg/g  level  achieved  for  TNT  using  this 
colorimetric  approach  (Jenkins  1990). 

Effects  of  variable  water  concentrations 
in  acetone  extracts 

Extraction  of  field  soils  with  acetone  results  in  extracts 
with  concentrations  of  water  that  can  vary  significantly. 
For  the  TNT  field  method,  both  the  rate  of  color  devel¬ 
opment  and  the  maximum  absorbance  obtained  were 
related  to  the  percentage  of  water  in  the  acetone  (Jenkins 
1990).  To  minimize  this  effect  for  TNT  detection,  the 
weight  of  soil  and  volume  of  extraction  solvent  were  set 
at  20  g  and  100  mL,  respectively,  so  that  moisture  levels 
in  the  acetone  extracts  were  maintained  within  accept¬ 
able  bounds. 

An  experiment  was  conducted  to  determine  the  extent 
of  this  problem  for  2,4-DNT  detection.  Three  solutions 
of  2,4-DNT  (2.88  mg/L)  were  prepared  with  water 
concentrations  corresponding  to  soil  extracts  (20  g  soil/ 
100  mL  acetone)  containing  10,  25  and  50%  moisture 
(wet  weight  of  soil  basis).  Eight  replicate  aliquots  of 
each  solution  were  reacted  with  KOH  and  Na2S03  in 
glass  vials  using  reagent  contact  times  varying  from  1 .5 
to  60  minutes.  Each  vial  was  manually  shaken  periodi¬ 
cally  during  the  contact  time,  filtered  through  a  Millex 
SR  filter  and  the  absorbance  obtained  at  570  nm.  Results 
are  shown  in  Figure  2.  The  time  to  reach  maximum 
absorbance  varied  from  15  minutes  for  the  low  water 


content  solution  to  60  minutes  for  the  highest  water 
content  solution.  In  general,  the  absorbance  obtained  at 
30  minutes  was  at  least  90%  of  the  maximum  and  the  30- 
minute  contact  time  was  selected  for  future  experiments. 

To  explore  the  effect  of  variable  water  concentrations 
on  color  intensity,  acetone  solutions  of  2,4-DNT  at  0.86 
and  5.76  mg/L  were  prepared  containing  water  concen¬ 
trations  that  corresponded  to  soil  moisture  levels  ranging 
from  0  to  75%  (wet  weight  of  soil  basis),  assuming  that 
a  20-g  subsample  was  extracted  with  1 00  mL  of  acetone. 
Aliquots  of  these  solutions  were  reacted  with  KOH  and 
Na2S03  for  30  minutes  with  periodic  shaking  and  then 
filtered.  Absorbances  were  obtained  at  570  nm  and  the 


Figure  2.  Effect  of  variable  water  concentrations  in 
acetone  on  rate  of  color  development. 
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Table  3.  Absorbance  of  acetone  solutions  at  570  nm 
as  a  fbnctlon  of  soil  moisture  content  and  2,4-DNT 
concentration  (30-minute  reagent  contact  time). 

Absorbance  (AM.) 

Soil  moisture  content  2.4-DNT  concentration  (mg/L) 


(%  on  wet  weight  basis) 

0.S6 

2.88 

5.76 

0 

0.056 

0.036 

5 

0.158 

— 

1.239 

10 

0.189 

0.620 

1.221 

23 

0.169 

0.526 

0.991 

50 

0.110 

0.298 

0.824 

75 

0.072 

— 

0.321 

results  are  presented  in  Table  3.  When  no  water  was 
added,  the  resulting  solution  was  colorless  to  yellowish. 
In  all  other  cases,  the  resulting  solution  was  light  purple. 
Absorbances  at  570  ntn  for  both  2,4-DNT  concentra¬ 
tions  varied  significantly,  with  low  absorbance  obtained 
at  very  low  or  very  high  water  concentrations.  Since 
water  contents  will  be  neither  controllable  nor  easily 
measurable  in  the  field,  the  variation  of  absorbance  with 
moisture  level  will  be  a  limiting  factor  for  use  of  the 
method  to  obtain  semiquantitative  results.  The  vast 
majority  of  surface  soils  have  moisture  contents  in  the 
range  of  5-50%  (wet  weight  basis)  and  in  this  range  the 
absorbance  varied  from  0. 1 1 0  to  0. 1 89  A.  U.  for  the  0.86- 
mg/L concentration  and  from  0.824  to  1.239  A.U.  forthe 
5.76-mg/L  concentration.  Because  of  this  variability, 
this  procedure  to  dettiTtiinc  2,4-DNT  will  be  less  quan¬ 
titative  than  the  corresponding  procedure  for  TNT. 

Stability  of  filtered  solution 
A  test  was  conducted  to  determine  how  long  the 
absorbance  was  stable  after  extracts  are  filtered.  A  series 
of  solutions  was  prepared  with  2,4-DNT  at  0.86  mg/L, 
but  with  variable  water  concentrations  corresponding  to 
extiacts  from  soils  with  water  contents  ranging  from  5- 
75%  (wet  weight  basis).  Aliquots  of  each  solution  were 
reacted  with  KOH  and  Na2S03  and  shaken  periodically 
for  30  minutes  and  then  filtered.  Absorbance  measure¬ 
ments  were  made  over  a  period  of  60  minutes  after 
filtration  (Table  4).  Over  the  moisture  range  of  5-50%, 
absorbances  were  stable  to  within  15%  of  the  highest 
reading  obtained.  Thus,  absorbance  measurements  can 
be  made  up  to  an  hour  after  filtration  without  substan¬ 
tially  affecting  results. 

Extraction  efficiency  of  field  procedure 
The  extraction  efficiency  of  the  field  procedure  (3 
minutes  of  manual  shaking  in  acetone)  was  assessed  for 
TNT  and  RDX  (Jenkins  1990,  Walsh  and  Jenkins  1991). 
In  both  cases  the  field  procedure  was  compared  with  the 
laboratory  method,  which  consists  of  an  18-hour  extrac¬ 
tion  with  acetonitrile  in  an  ultrasonic  bath  (Jenkins  et  al. 


Table  4.  Stability  of  absorbance  (570  nm)  with 
time  for  filtered  solutions  of  0.86  mg/L  2,4-DNT 
foiiowing  reaction  with  KOH  and  Na2S03. 


Time  after 
filtration 
(min.) 

Absorbance  (A.U.) 
soil  moisture  (%  of  wet  weight) 

5 

to 

25 

50 

75 

0 

0.138 

ai89 

0.169 

0.110 

0.072 

6 

0.134 

0.189 

0.172 

0.109 

0.080 

30 

0.150 

ai94 

0.179 

0.122 

0.087 

60 

0.167 

0.175 

0.167 

0.125 

0.091 

1989).  The  mean  extraction  efficiency  for  the  3-minute 
field  method  was  96%  for  TNT  and  98%  for  RDX, 
indicating  that  the  procedure  was  clearly  adequate  for 
field  screening. 

To  assess  the  extraction  efficiency  of  the  field  method 
for  2.4-DNT,  an  experiment  was  conducted  with  six 
field-contaminated  soils  from  Eagle  River  Flats,  Alaska, 
and  Camp  Shelby,  Mississippi.  These  were  the  only  soils 
available  that  contained  2,4-DNT  but  comparatively 
little  or  no  TNT.  All  were  collected  from  EOD  sites.  A 
20-g  portion  of  each  soil  was  placed  in  a  2(X)-mL  glass 
bottle,  and  2.0  ml.  of  deionized  water  and  100  mL  of 
acetone  were  added.  The  water  was  included  since  the 
soils  had  been  previously  air  dried.  The  samples  were 
manually  shaken  for  3  minutes  and  allowed  to  stand  for 
30  minutes  while  the  partic!  s  senled.  A  22-mL  aliquot 
was  removed  and  the  remainder  of  the  suspension  placed 
in  an  ultrasonic  bath  for  1 8  hours.  The  suspensions  were 
then  removed  and  allowed  to  stand  for  30  minutes  before 
we  took  a  second  22-mL  aliquot. 

Both  extracts  were  filtered  through  Millex  SR  dispos¬ 
able  filter  units  and  analyzed  by  reversed-phase  HPLC 
(Jenkins  et  al.  1989).  The  results  are  presented  in  Table  5. 

For  all  the  samples,  except  Camp  Shelby  B  and  D,  the 
results  for  the  3-minute  field  extraction  method  were  at 
least  80%  of  the  concentration  obtained  for  the  more 


Table  5.  Comparison  of  extraction  efficiency  for  field 
procedure  vs  extended  laboratory  procedure. 

2,4-DNT  concentration  (flg/g) 
Field  Laboratory 

extraction  extraction 


Sample  origin _ procedure  procedure 


Camp  Shelby  (Miss.)  A 

3.4 

4.2 

Camp  Shelby  (Miss.)  B 

226 

563 

Camp  Shelby  (Miss.)  C 

6.7 

7.3 

Camp  Shelby  (Miss.)  D 

0.0 

0.2 

Eagle  River  Bats  (Alaska)  A 

12.7 

13.6 

Eagle  River  Bats  (Alaska)  B 

7.4 

7.7 

Spiked  soil 

19.5 

19.8 
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exhaustive  laboratory  method.  Camp  Shelby  B  had  a 
very  high  concentration  of  2,4-DNT  and  the  concentra¬ 
tion  obtained  for  the  3-minute  field  extract  was  only  40% 
of  the  value  for  the  laboratory  extraction  method.  Re¬ 
sults  from  the  3-minute  extraction  did  indicate  that  a 
fairly  high  level  of  2,4-DNT  was  present,  which  is 
probably  adequate  for  a  field  screening  procedure.  Camp 
Shelby  D  contained  much  lower  levels  of  2,4-DNT  man 
the  other  soils  tested  and  the  3-minute  extraction  time 
was  not  adequate.  The  field  method,  however,  will 
probably  not  be  sufficiently  sensitive  to  detect  concen¬ 
trations  below  the  microgram-per  gram  level.  Overall, 
the  3-minute  extraction  time  appears  to  be  acceptable  for 
a  field  screening  method. 

Comparison  of  concentration  estimates 
from  colorimetric  and  RP-HPLC  methods 

Extracts  from  the  3  minutes  of  manual  shaking  (dis¬ 
cussed  in  the  previous  section)  were  also  analyzed  by  the 
field  colorimetric  method.  Use  of  the  same  extracts 
enabled  us  to  directly  compare  concentration  estimates 
from  the  field  colorimetric  procedure  to  those  obtained 
from  the  RP-HPLC  laboratory  method.  Results  are  shown 
in  Table  6. 

Except  for  Eagle  River  Flats  B,  the  results  from  the 
field  method  were  15-25%  lower  than  the  sum  of  2,4- 
DNT  and  2,6-DNT  extracted  by  RP-HPLC.  The  Eagle 
River  Hats  B  sample  apparently  contained  a  component 
that  interfered  with  the  generation  of  the  Jackson- 
Meisenheimer  anion.  Analysis  of  this  sample  by  induc¬ 
tively  coupled  argon  plasma  spectrometry  revealed  an 
unusually  high  concentration  of  copper  (347  pg/g).  For 
die  39  other  soil  samples  taken  from  this  and  neighboring 
sites,  coppier  concentrations  were  below  a  certified  re¬ 
porting  limit  (58.6  pg/g).  Mean  copper  concentration  in 
soil  worldwide  is  about  25  pg/g  (Sposito  1989).  Copper, 
and  other  metal  cations,  could  form  complexes  with 
either  the  unreacted  DNT  (Leggett,  in  press)  or  the 
Jackson-Meisenheimer  anions  (Fig.3). 

Table  6.  Comparison  of  colorimetric  a.ncl  RP-HPLC  analy¬ 
sis  of  soil  extracts. 


Colorimetric  RP-HPLC  Method 
method  2.4-DNT  2.6-DNT 

Sample  origin _ Cpg/gJ  (jig/g)  Hijlg) 


Camp  Shelby  (Miss.)  A 

3.3 

3.4 

0.6 

Camp  Shelby  (Miss.)  B 

203 

226 

12.1 

Camp  Shelby  (Miss.)  C 

5.0 

6.7 

a* 

Camp  Shelby  (Miss.)  D 

<dr 

<d 

<d 

Eagle  River  Flats  (Alaska)  A 

11.4 

12.7 

0.9 

Eagle  River  Flats  (Alaska)  B 

O.g 

7.4 

0.5 

Spiked  soil 

27.6 

19.5 

20.1 

‘Interference  delected,  unable  to  quantify. 
tBelow  detection  limits. 


Figure  3.  Possible  complexes  between  copper  cat¬ 
ions  and  2,4-DNT  or  the  Janowsky  reaction  product. 

To  see  if  copper  interfered  with  color  formation,  two 
20.0- .nL  aliquots  of  a  4.0-mg/L  2,4-DNT  solution  were 
measured  into  separate  vials.  A  0.4-mL  aliquot  of  water 
was  added  to  one  solution,  and  a  0.4-mL  aliquot  of  a 
1000-mg/L  aqueous  solution  of  copper  sulfate  was  added 
to  the  other.  After  reaction  with  KOH  and  Na2S03,  the 
solution  without  added  copper  was  purple,  wiiereas  the 
solution  with  added  copper  was  a  faint  pink.  Absor¬ 
bances  at  570  nm  were  0.873  and  0.172  respectively. 
While  this  experiment  does  not  prove  that  copper  was 
responsible  for  the  low  estimate  of  2,4-DNT  concentra¬ 
tion  for  the  Eagle  River  Hats  sample,  the  results  are 
consistent  with  this  interpretation. 

To  further  explore  the  potential  for  false  negatives, 
soils  from  a  number  of  army  installations  that  had  been 
previously  determined  to  be  free  of  munitions  residues 
were  spiked  with  2,4-DNT  and  analyzed  by  the  field 
screening  procedure.  Results  are  shown  in  Table  7.  In  all 

Table  7.  Results  using  field  screening  procedure  for 
soils  spiked  at  5.1  pg/g  2,4-DNT. 

2.4-DNT 

concentration  found 


Sample  origin 

(iigig) 

Keystone  Ordnance  Works  (Pa.) 

4.2 

ton  Hancock  (NJ.) 

4.2 

Hastings  East  Industrial  Park  (Neb.)  A 

4.2 

Lake  City  Army  Ammunition  Plant  (Mo.) 

3.6 

Lexington-Bluegms  Army  Depot  (Ky.) 

3.6 

Susquehana  Odnance  Depot  (Pa.) 

3.8 

Raritan  Arsenal  (NJ.) 

4.2 

Weldon  Springs  Training  Area  (Mo.) 

3.5 

Hastings  East  Industrial  Park  (Neb.)  B 

4.3 
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cases  2,4-DNT  was  easily  detected,  but,  as  observed 
earlier,  the  measured  concentrations  were  consistently 
lower  than  anticipated  by  up  to  30%.  The  severe  interfer¬ 
ence  observed  for  ’  le  Eagle  River  Rats  soil  \/as  not 
observed  in  any  of  these  soils. 

Effect  of  total  shaking  time  and 
shaking  frequency  on  the  extent  of 
color  development 

While  conducting  studies  on  the  effects  of  various 
reagent  contact  times,  we  observed  that  the  amount  of 
shaking  a  sample  received  while  in  contact  with  the  solid 
reactants  had  an  effect  on  the  extent  of  color  develop¬ 
ment  achieved.  The  effect  was  most  apparent  at  low 
water  contents,  where  the  reagents  do  not  completely 
dissolve  and  the  reactions  may  be  taking  place  at  the 
surface  of  the  solid  reactants.  Since  it  would  be  imprac¬ 
tical  to  manually  shake  the  samples  for  the  full  30- 
minute  period  in  the  field,  an  experiment  was  conducted 
to  compare  various  shaking  protocols.  Each  protocol 
was  tested  in  duplicate  using  aceto.ne  solutions  contain¬ 
ing  4.0  mg/L  of  2,4-DNT  and  2%  water  (v/v).  Descrip¬ 
tions  of  the  protocols  and  results  are  shown  in  Table  8. 
ANOVA  followed  by  a  least  significant  difference  test 
indicated  that  shaking  protocols  1,  2  and  3  were  not 
significantly  different  at  the  0.05  significance  level. 
Protocols  4  and  5  were  significantly  different  from  1, 2 
and  3  and  from  each  other.  Thus,  it  appears  that  it  is 
important  to  shake  the  samples  immediately  after  addi- 


Table  8.  Absorbance  obtained  (570  nm)  for 
various  shaking  protocols. 


Shaking  Absorbance  (AM.) 


protocol* 

Hep  / 

Hep  2 

X 

1 

0.902 

0,863 

0.898 

2 

0.908 

0,911 

0.910  a 

3 

0.908 

0.903 

0.906  a 

4 

0.776 

0.743 

0.760  b 

3 

0.841 

0.873 

0.837  b 

*  t.  Shake  for  I  minuie;  allow  to  stand  for  28 
minutes;  shake  for  I  minuie. 

Z  Shake  for  3  minutes;  allow  to  stand  for  3 
minutes;  repeal  process  ihroughot.-:  30-minuie  pe¬ 
riod. 

3.  Shake  for  13  minutes;  allow  to  stand  13  min¬ 
utes. 

4.  Allow  to  stand  1 3  minutes;  shake  for  1 3  min¬ 
utes. 

3.  Allow  to  stand  7.3  minutes;  shake  for  13 
minutes;  allow  to  stand  7.3  minutes, 
t  Means  annciaied  with  the  same  letter  are  not 
significantly  different  at  the  0.03  significance  level. 


tion  of  the  solid  reactants  (1  minute  appears  adequate) 
and  probably  additionally  near  the  end  of  the  reagent 
contact  time.  Without  this  initial  shaking,  as  in  protocols 
4  and  5,  lower  results  were  obtained,  even  when  actual 
shaking  time  was  huge.  Thus,  we  recommend  that,  as  a 
minimum,  samples  should  be  shaken  1  minute  at  the 
beginning  and  end  of  the  reagent  contact  time  to  ensure 
maximum  color  development. 

Certification  of  screening  procedure 
Since  the  maximum  absorbance  obtained  for  a  given 
concentration  of  2,4-DNT  varies  with  the  percentage  of 
water  in  the  acetone  extract,  the  results  obtained  from 
this  procedure  are  more  qualitative  than  quantitative. 
Therefore,  the  method  was  subjected  to  Class  2  certifi¬ 
cation,  which  is  appropriate  for  methods  that  screen  for 
the  presence  or  absence  of  contaminants,  rather  than  the 
Class  1  certification,  which  is  appropriate  for  methods 
that  quantify  contaminants  (USATHAMA  1990).  For 
the  certification  procedure,  four  soils  were  spiked  at  a 
chosen  Target  Reporting  Limit  (TRL).  These  soils,  along 
with  four  soil  blanks,  were  processed  according  to  the 
method.  After  color  development,  four  individuals  were 
asked  to  distinguish  the  soil  spikes  from  the  blanks. 
Calibration  standards  were  prepared  at  the  equivalent 
2,4-DNT  concentration  for  the  spiked  soils  samples  and 
at  zero  2,4-DNT  concentration. 

Certification  was  performed  three  times,  each  at  a 
different  soil  moisture  content  (10,  25  and  50%  wet 
weight  basis).  In  all  cases,  the  calibration  standards  and 
soil  spikes  could  be  distinguished  fiom  blanks  with  100% 
accuracy  at  2  pg/g  fijr  10, 25  and  50%  soil  moisture. 

SUMMARY  AND  CONCLUSIONS 

A  simple  colorimetric  method  was  developed  for  the 
field  screening  of  2,4-DNT  in  soil.  2,4-DNT  is  extracted 
from  soil  by  manually  shaking  a  20-g  subsample  with 
lOOmL  of  acetone  for  3  minutes.  A  20-  to  25-mL  portion 
of  acetone  extract  is  filtered  through  a  Millex  SR  dispos¬ 
able  filter  assembly  and  the  initial  absorbance  obtained 
at  570  nm.  Two  pellets  of  KOH  and  about  0.75  g  of 
Na2S03  are  added,  and  the  sample  is  shaken  for  1 
minute,  allowed  to  stand  for  28  minutes,  then  shaken 
again  for  1  minute.  The  solutions  are  filtered  and  the 
absorbance  read  again  at  570  nm.  If  2,4-DNT  is  present 
in  the  soil  subsample,  the  absorbance  of  the  extract 
should  increase  by  at  least  a  factor  of  two.  If  the  extract 
is  colorless  prior  to  adding  KOH  and  Na2S03,  a  blue 
color  will  form  and  then  change  to  purple.  If  the  extract 
is  yellow  initially,  the  color  will  change  to  green  and  then 
to  purple  or  brown. 
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Color  development  is  influenced  by  the  moisture 
content  of  the  soils.  Tlierefore,  the  method  cannot  be 
calibrated  for  accurate  quantitation  in  the  field  where  the 
moisture  content  of  the  soils  will  be  unknown.  However, 
the  method  may  be  used  for  screening  for  contamination. 
The  method  was  tested  using  the  USATHAMA  Class  2 
certification  procedure.  A  certified  reporting  limit  of  2 
pg/g  was  obtained  for  10,  25  and  50%  soil  moisture. 
Since  extracts  from  extremely  wet  soils  give  poor  color 
development,  we  recommend  tha'  a  smaller  subsample 
be  extracted  with  100  mL  of  acetone  if  the  moisture 
content  appears  to  exceed  50%  (wet  weight  basis). 

The  procedure  described  in  this  report  is  designed  to 
complement  similar  procedures  for  TNT  and  RDX.  The 
same  soil  extract  may  be  uced.  These  three  procedures 
give  the  analyst  the  ability  to  detect  contamination  from 
high  explosives  (TNT  and  RDX)  and  propellants  (2,4- 
DNT),  as  well  as  commonly  occurring  co-contaminants 
(TNB,  DNB,  HMX). 
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APPENDIX  A:  METHOD  DOCUMENTATION  IN  USATHAMA  (1990)  FORMAT 


Certification 

Fieiu  Method  for  the  Detection  of  24DNT  in  Soil 

I.  Summary 

A.  Analytes;  This  method  is  suitable  for  detecting  24DNT  in  the  field  using  battery-operated 
equipment. 

B.  Matrix:  Tliis  method  is  suitable  for  the  detecting  24DNT  in  soil. 

C.  General  method:  24DNT  is  extracted  from  soil  by  manually  shaking  a  20-g  subsample  with 
100  mL  of  acetone  for  3  minutes.  A  20-  to  25-inL  portion  of  the  acetone  extract  is  filtered  through  a 
Millex  SR  disposable  filter  assembly  and  the  initial  absorbance  obtained  at  570  nm.  Two  pellets  of 
KOH  and  about  0.75  g  Na2S03  are  added,  and  the  sample  is  shaken  for  1  minute,  allowed  to  stand  for 
about  28  minutes,  then  shaken  again  for  1  minute.  The  solution  is  filtered  and  the  absorbance  read  again 
at  570  nm.  If  24DNT  is  present  in  the  soil  subsample,  the  absorbance  of  the  extract  should  increase 
by  at  least  a  factor  of  two.  A  positive  result  can  be  detected  visually  and  depends  on  the  initial  color 
of  the  extract.  If  the  extract  is  colorless  prior  to  adding  KOH  and  Na2S03,  a  blue  color  will  form  and 
then  change  to  puiple.  If  the  extract  is  yellow  initially,  the  color  will  change  to  green  and  then  to  purple 
or  brown 

II.  Application 

A.  Calibration  range:  This  procedure  was  subjected  to  a  Gass  2  certification  using  a  standard 
concentration  of  0.4  mg/L,  which  is  equivalent  to  2  jag/g  if  20  g  of  soil  is  extracted  with  100  mL  of 
acetone. 

B.  Tested  concentration  range;  This  procedure  was  subjected  to  a  Gass  2  certification  using  a 
soil  concei;.rat!on  ot  2  pg/g. 

C.  Interferences:  A  number  of  other  nitroaromadcs  will  develop  a  visible  color  as  well  as  24DNT. 
These  compounds  include:  26DNT  (pinkish  purple),  TNT  (red),  TNB  (red)  and  TETRYL  (orange). 

Soils  with  a  high  copper  content  will  cause  negative  interference  (i.e.,  prevent  color  development). 

D.  Safety  information:  The  normal  safety  precautions  associated  with  the  use  of  a  flammable 
organic  solvciit  and  potentially  toxic  chemicals  should  be  employed.  Eye  protection  is  lecommended 
when  shaking  bottles  to  protect  against  splash  from  poorly  scaled  containers. 

III.  Apparatus  and  Chemicals 

A.  Instrumentation: 

1 .  Field  portable,  battery-operated  colorimeter  (HACH  DR20(X)  Spectrophotometer  or  equiva¬ 
lent). 

2.  Triple  pan  balance,  to  measure  soil  weights. 

3.  Analytical  balance  for  preparation  of  stock  solution. 

B.  Analyte: 

24DNT  (2,4-dinitrotoluene) 

MP:  70‘’C 

Solubility  in  water  at  25'’C;  300  mg/L 
Octanol/water  partition  coefficient:  95 
CAS#  121-14-2. 

C.  Reagents  and  S  ARMs: 

1.  24DNT  (S ARM  quality). 

2.  Acetone,  commercial  grade. 

3.  Potassium  hydroxide  (KOH),  reagent  grade  pallets. 
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4.  Sodium  sulfite  (Na2S03),  reagent  grade. 

5.  Water,  distilled. 

D.  Glassware/equipment: 

1 .  8-oz  (240-mL),  Qorpak  or  equivalent  glass  bottles  with  caps,  one  per  sample. 

2.  Glass  volumetric  pipets: 

1.00  mL 
3.00  niL 
25.00  mL. 

3.  100-mL  graduated  cylinder. 

4.  Stopwai''h  or  timer. 

5.  Cuvette  bottles  (25-mL  capacity),  25-mm  path  length. 

6.  Glass  volumetric  flask  (2) — 250  mL. 

7.  Millex  SR  filter  units,  0.5  )im,  2  per  sample. 

8.  B  D  Plastipak  sy r^  ages,  20-mL,  2  per  sample. 

9.  Forceps. 

10.  Spatula  or  measuring  spoon. 

11.  Glass  vials.  25-mL,  one  per  sample. 

IV.  Calibration 

A.  Initial  calibration: 

1.  Preparation  of  standards:  Solid  24DNT  (SARM  or  reagent  grade)  is  dried  to  constant 
weight  in  a  vacuum  desiccator  in  the  dark.  AboutO.  1  g  is  weighed  out  to  the  nearest  0. 1  mg,  transferred 
to  a  250-mL  volumetric  flask  and  diluted  to  volume  with  acetone.  The  24DNT  concentration  of  this 
stock  standard  is  about  400  mg/L.  This  stock  standard  should  be  prepared  in  the  laboratory  before 
going  to  the  field. 

A  working  stock  standard  is  prepared  by  diluting  25.0  mL  of  the  stock  24DNT  standard  to  250 
mL  in  a  gla.ss  volumetric  flask  and  bringing  to  volume  with  acetone.  The  concentration  of  this  working 
stock  standard  is  about  40  mg/L. 

The  calibration  solution  (0.4  mg/L)  is  prepared  by  combining  1 .00  mL  of  the  40-mg/L  working 
stock  standard.  99.0  mL  of  acetone,  and  3  mL  of  water.  Glass  volumetric  pipets  are  used  to  dispense 
the  working  stock  standard  and  the  distilled  water,  and  a  100-mL  graduated  cylinder  is  used  to  add  the 
acetone.  The  solution  is  prepared  in  an  8-oz  (240-mL)  glass  bottle,  capped  and  shaken. 

2.  Instrument  calibration:  About  20  mL  of  the  0.4-mg/L  calibration  solution  is  poured  into 
a  25-mL  glass  vial.  Tlien  two  pellets  of  KOH  and  about  0.75  g  Na2£03  are  added,  and  the  solution 
is  shaken  for  1  minute,  allowed  to  stand  for  about  28  minutes,  then  shaken  again  for  1  minute.  The 
.solution  should  change  from  colorless  to  blue  and  finally  to  purple.  The  solution  is  filtered  through  a 
0.5-mm  Millex  SR  filter  unit  into  a  vial  and  the  color  noted. 

Calibration  standards  are  analyzed  in  triplicate  at  concentrations  of  0  (blank)  and  0.4  mg/L 
(equivalent  to  2.0  pg/g).  All  blanks  must  yield  negative  results  and  all  standards  must  yield  positive 
results  (i.e..  develop  a  visible  purple  color). 

B.  Daily  calibration:  One  blank  and  one  calibration  standard  (0.4  mg/L)  are  analyzed  each  day 
before  and  after  sample  analysis. 

’’L  Certification  Testing 

A.  Preparation  of  spiking  solutions:  The  spiking  stock  standard  is  prepared  in  an  identical 
manner  to  the  calibration  stock  standard  described  in  Section  IV-A-1.  The  soil  spiking  solution  is 
prepared  in  an  identical  manner  to  the  working  stock  standard  also  described  in  Section  FV-A- 1 . 

B.  Soil  spiking:  Subsamples  of  20.0  g  of  USATHAMA  Standard  Soil  are  placed  in  eac'.i  of  eight 
8-oz  (240-mL)  glass  bottles.  A  3.00-tnL  aliquot  of  water  is  added  to  each  since  the  standard  soil  has 
been  previously  dried.  Four  of  the  bottles  are  labeled  “blank”  and  four  are  labeled  “spike.”  A  1 .00-mL 
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aliquot  of  the  40-mg/L  24DNT  spiking  solution  is  added  to  these  bottles  labeled  “spike"  to  yield  a 
spiked  soil  concentration  of  2  ng/g.  The  spiked  soils  are  allowed  to  stand  for  1  hour  capped  prior  to 
extraction. 

C.  Soil  extraction  and  analysis:  A  100-mL  aliquot  of  acetone  is  added  to  each  bottle  labeled 
“blank,”  and  a  99.0-niL  aliquot  of  acetone  is  added  to  each  bottle  labeled  “spike.  ”  Each  bottle  is  capped 
and  shaken  manually  for  3  minutes.  Each  sample  is  then  allowed  to  stand  for  5  minutes  to  allow  the 
particles  to  settle,  then  a  20-mL  aliquot  of  the  extract  is  filtered  through  a  0.3-fim  Miller.  SR  filter  into 
a  25-mL  cuvette.  Initial  absorbance  is  obtained  at  570  nm  using  a  spectrophotometer.  The  solution  is 
transferred  to  a  25-mL  glass  vial.  Two  pellets  of  KOH  and  about  0.75  g  of  Na2S03  are  added,  and  the 
sample  is  shaken  for  1  minute,  allowed  to  stand  for  about  28  minutes,  then  shaken  again  for  1  minute. 
The  solution  is  filtered  through  a  0.5-)xm  Millex  SR  filter  unit  into  a  cuvette  and  the  absorbance  read 
again  at  57G  nm.  For  the  spiked  samples,  the  absorbance  of  the  extract  should  increase  by  at  least  a 
factor  of  two.  If  the  extract  is  colorless  prior  to  adding  KOH  and  Na2S03 ,  a  blue  color  will  form  and 
then  change  to  purple.  If  the  extract  is  yellow  initially,  the  color  will  change  to  green  and  then  to  purple 
or  brown. 

The  results  of  these  analyses  are  subjected  to  the  rank  sum  test  as  described  in  US  ATHAMA  ( 1 990) 
Installation  Restoration  Quality  Assurance  Program  (Appendix  E). 

VI.  Sampling  Handling 

This  method  is  designed  to  be  used  with  field  soils  that  have  not  been  previously  dried.  If  dried  soils 
are  used,  add  3.0  mL  of  distilled  water  to  the  20  g  soil  sample  before  extraction. 

The  soil  samole  is  mixed  as  thoroughly  as  possible  and  a  20-g  subsarnple  added  to  a  8-oz  (240-mL) 
glass  bonie  and  the  bottle  capped  until  extraction  is  conducted.  The  samples  should  be  kept  cold  (4°C) 
and  in  the  dark  until  extraction  takes  place.  Samples  should  be  analyzed  within  a  week  of  the  day  they 
are  collected. 

VII.  Procedure 

A  20-g  subsample  of  undried  soil  is  placed  in  a  8-oz  (240-mL)  glass  bottle  and  1 00  mL  of  acetone 
added.  The  bottle  is  capped  and  shaken  manually  for  3  minutes.  Each  sample  is  then  allowed  to  stand 
for  5  minutes  to  allow  the  particles  to  senle,  then  a  20-mL  aliquot  of  the  extract  is  filtered  through  a 
0.5  pm  Millex  SR  filter  into  a  25-mL  cuvette.  Initial  absorbatKe  is  obtained  at  570  nm  using  a 
spectrophotometer.  The  solution  is  transferred  to  a  25-mL  glass  vial.  Two  pellets  of  KOH  and  about 
0.75  g  of  Na2S03  arc  added,  and  the  sample  is  shrJeen  for  1  minute,  allowed  to  stand  for  about  28 
minutes,  then  shaken  again  for  1  minute.  The  solution  is  filtered  through  a  0.5-pm  Millex  SR  filter  unit 
into  a  cuvette  and  the  absorbance  read  again  at  570  nm.  If  24r)NT  is  present  in  the  soil  subsample,  the 
absorbance  of  the  extract  should  iiKiease  by  at  least  a  factor  of  two.  A  positive  result  can  be  detected 
visually  and  depends  on  the  initial  color  of  the  soil  extract  If  the  extract  is  colorless  prior  to  adding 
KOH  and  Na2S03,  a  blue  color  will  form  and  then  change  to  puiple.  If  the  extract  is  yellow  initially, 
the  color  will  change  to  green  and  then  to  purple  or  brown. 

Kill.  Daily  Quality  Control 

A  blank  and  a  spiked  soil  at  1 X  (2  fig/g)  are  analyzed  each  day  as  described  in  US  ATHAMA  ( 1 990) 
Installation  Restoration  Quality  AssuraiKe  Program. 

IX.  References 

Jenkins,  T.F.  and  M.  Walsh  (1991)  Field  screening  method  for  2,4-dinitrofoluene  in  soil.  USA  Cold 
Regions  Research  and  Engineering  Laboratory,  Special  Repon  91-17. 
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